Quantitative studies of Gm allotypes. I. Reappraisal of the method using an autoanalyzer.
In this study, various parameters for the autoanalyzer hemagglutination-inhibition circuit applied to Gm studies, were examined. Details are given of modifications of this circiut and related methodology, that improve its precision and the reproducibility of results: use of a cells counter, effects of temperature, PVP, Tween 20, anti-Gm concentration, etc. The effects of age, storage and freezing on quantitative Gm allotypes antigenicity are also stressed.